Biological evaluation of medical devices —

Part 15: Identification and quantification of degradation products from metals and alloys
National foreword

This British Standard reproduces verbatim ISO 10993-15:2000 and implements it as the UK national standard.

The UK participation in its preparation was entrusted to Technical Committee CH/26, Biological testing of medical and dental materials and devices, which has the responsibility to:

— aid enquirers to understand the text;
— present to the responsible international/European committee any enquiries on the interpretation, or proposals for change, and keep the UK interests informed;
— monitor related international and European developments and promulgate them in the UK.

A list of organizations represented on this committee can be obtained on request to its secretary.

Cross-references
The British Standards which implement international publications referred to in this document may be found in the BSI Standards Catalogue under the section entitled “International Standards Correspondence Index”, or by using the “Find” facility of the BSI Standards Electronic Catalogue.

A British Standard does not purport to include all the necessary provisions of a contract. Users of British Standards are responsible for their correct application.

Compliance with a British Standard does not of itself confer immunity from legal obligations.

Summary of pages
This document comprises a front cover, an inside front cover, the EN ISO title page, the EN ISO Foreword page, the ISO title page, pages ii to vi, pages 1 to 12, the Annex ZA and a back cover.

The BSI copyright date displayed in this document indicates when the document was last issued.

Amendments issued since publication

<table>
<thead>
<tr>
<th>Amd. No.</th>
<th>Date</th>
<th>Comments</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

© BSI 07-2001

ISBN 0 580 37875 6
English version


This European Standard was approved by CEN on 1 December 2000.

CEN members are bound to comply with the CEN/CENELEC Internal Regulations which stipulate the conditions for giving this European Standard the status of a national standard without any alteration. Up-to-date lists and bibliographical references concerning such national standards may be obtained on application to the Management Centre or to any CEN member.

This European Standard exists in three official versions (English, French, German). A version in any other language made by translation under the responsibility of a CEN member into its own language and notified to the Management Centre has the same status as the official versions.

CEN members are the national standards bodies of Austria, Belgium, Czech Republic, Denmark, Finland, France, Germany, Greece, Iceland, Ireland, Italy, Luxembourg, Netherlands, Norway, Portugal, Spain, Sweden, Switzerland and United Kingdom.
Foreword

The text of the International Standard ISO 10993-15:2000 has been prepared by Technical Committee ISO/TC 194 "Biological evaluation of medical devices" in collaboration with Technical Committee CEN/TC 206 "Biocompatibility of medical and dental materials and devices", the secretariat of which is held by NEN.

This European Standard shall be given the status of a national standard, either by publication of an identical text or by endorsement, at the latest by June 2001, and conflicting national standards shall be withdrawn at the latest by June 2001.

This European Standard has been prepared under a mandate given to CEN by the European Commission and the European Free Trade Association, and supports essential requirements of EU Directive(s).

According to the CEN/CENELEC Internal Regulations, the national standards organizations of the following countries are bound to implement this European Standard: Austria, Belgium, Czech Republic, Denmark, Finland, France, Germany, Greece, Iceland, Ireland, Italy, Luxembourg, Netherlands, Norway, Portugal, Spain, Sweden, Switzerland and the United Kingdom.

Endorsement notice

The text of the International Standard ISO 10993-15:2000 was approved by CEN as a European Standard without any modification.

NOTE: Normative references to International Standards are listed in annex ZA (normative).
Biological evaluation of medical devices —
Part 15: Identification and quantification of degradation products from metals and alloys

Évaluation biologique des dispositifs médicaux —
Partie 15: Identification et quantification des produits de dégradation issus des métaux et alliages
## Contents

<table>
<thead>
<tr>
<th>Section</th>
<th>Page</th>
</tr>
</thead>
<tbody>
<tr>
<td>Foreword</td>
<td>iv</td>
</tr>
<tr>
<td>Introduction</td>
<td>vi</td>
</tr>
<tr>
<td>1 Scope</td>
<td>1</td>
</tr>
<tr>
<td>2 Normative references</td>
<td>1</td>
</tr>
<tr>
<td>3 Terms and definitions</td>
<td>2</td>
</tr>
<tr>
<td>4 Degradation test methods</td>
<td>2</td>
</tr>
<tr>
<td>4.1 General</td>
<td>2</td>
</tr>
<tr>
<td>4.2 Prerequisites</td>
<td>3</td>
</tr>
<tr>
<td>5 Reagent and sample preparation</td>
<td>3</td>
</tr>
<tr>
<td>5.1 Sample documentation</td>
<td>3</td>
</tr>
<tr>
<td>5.2 Test solution (electrolyte)</td>
<td>3</td>
</tr>
<tr>
<td>5.3 Preparation of test samples</td>
<td>3</td>
</tr>
<tr>
<td>6 Electrochemical tests</td>
<td>4</td>
</tr>
<tr>
<td>6.1 Apparatus</td>
<td>4</td>
</tr>
<tr>
<td>6.2 Sample preparation</td>
<td>4</td>
</tr>
<tr>
<td>6.3 Test conditions</td>
<td>5</td>
</tr>
<tr>
<td>6.4 Potentiodynamic measurements</td>
<td>5</td>
</tr>
<tr>
<td>6.5 Potentiostatic measurements</td>
<td>5</td>
</tr>
<tr>
<td>7 Immersion test</td>
<td>5</td>
</tr>
<tr>
<td>7.1 Apparatus</td>
<td>5</td>
</tr>
<tr>
<td>7.2 Sample preparation</td>
<td>7</td>
</tr>
<tr>
<td>7.3 Immersion test procedure</td>
<td>7</td>
</tr>
<tr>
<td>8 Analysis</td>
<td>8</td>
</tr>
<tr>
<td>9 Test report</td>
<td>8</td>
</tr>
<tr>
<td>Annex A (informative) Schematic diagram of the electrochemical measuring circuit</td>
<td>9</td>
</tr>
<tr>
<td>Annex B (informative) Schematic drawing of an electrolytic cell</td>
<td>10</td>
</tr>
<tr>
<td>Annex C (informative) Examples of alternative electrolytes for the electrochemical tests</td>
<td>11</td>
</tr>
<tr>
<td>Bibliography</td>
<td>12</td>
</tr>
</tbody>
</table>
Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies (ISO member bodies). The work of preparing International Standards is normally carried out through ISO technical committees. Each member body interested in a subject for which a technical committee has been established has the right to be represented on that committee. International organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 3.

Draft International Standards adopted by the technical committees are circulated to the member bodies for voting. Publication as an International Standard requires approval by at least 75% of the member bodies casting a vote.

Attention is drawn to the possibility that some of the elements of this part of ISO 10993 may be the subject of patent rights. ISO shall not be held responsible for identifying any or all such patent rights.

International Standard ISO 10993-15 was prepared by Technical Committee ISO/TC 194, Biological evaluation of medical devices.

ISO 10993 consists of the following parts, under the general title Biological evaluation of medical devices:

— Part 1: Evaluation and testing
— Part 2: Animal welfare requirements
— Part 3: Tests for genotoxicity, carcinogenicity and reproductive toxicity
— Part 4: Selection of tests for interactions with blood
— Part 5: Tests for in vitro cytotoxicity
— Part 6: Tests for local effects after implantation
— Part 7: Ethylene oxide sterilization residuals
— Part 8: Selection and qualification of reference materials for biological tests
— Part 9: Framework for identification and quantification of potential degradation products
— Part 10: Tests for irritation and delayed-type hypersensitivity
— Part 11: Tests for systemic toxicity
— Part 12: Sample preparation and reference materials
— Part 13: Identification and quantification of degradation products from polymeric medical devices
— Part 14: Identification and quantification of degradation products from ceramics
— Part 15: Identification and quantification of degradation products from metals and alloys
— Part 16: Toxicokinetic study design for degradation products and leachables
— Part 17: Establishment of allowable limits for leachable substances using health-based risk assessment

— Part 18: Chemical characterization of materials

Future parts will deal with other relevant aspects of biological testing.

Annexes A, B and C of this part of ISO 10993 are for information only.
**Introduction**

One of the potential health hazards resulting from medical devices may be due to the interactions of their electrochemically-induced degradation products with the biological system. Therefore, the evaluation of potential degradation products from metallic materials by methods suitable for testing the electrochemical behavior of these materials is a necessary step in the biological performance testing of materials.

The body environment typically contains cations of sodium, potassium, calcium and magnesium and anions of chloride, bicarbonate, phosphate and organic acids generally in concentrations between $2 \times 10^{-3}$ mol and $150 \times 10^{-3}$ mol. A range of organic molecules such as proteins, enzymes and lipoproteins is also present, but their concentrations may vary to a great extent. Earlier studies assumed that organic molecules did not exert a significant influence on the degradation of metallic implants, but newer investigations indicate that implant — protein interactions should be taken into account. Depending on a particular product or application, altering the pH of the testing environment may also need to be considered.

In such biological environments, metallic materials may undergo a certain degradation and the different degradation products may interact with the biological system in different ways. Therefore, the identification and quantification of these degradation products is an important step in evaluating the biological performance of medical devices.
Biological evaluation of medical devices —

Part 15:
Identification and quantification of degradation products from metals and alloys

1 Scope

This part of ISO 10993 provides guidance on general requirements for the design of tests for identifying and quantifying degradation products from finished metallic medical devices or corresponding material samples finished as ready for clinical use. It is applicable only to those degradation products generated by chemical alteration of the finished metallic device in an in vitro accelerated degradation test. Because of the accelerated nature of these tests, the test results may not reflect the implant or material behavior in the body. The described chemical methodologies are a means to generate degradation products for further assessments.

This part of ISO 10993 is not applicable to degradation products induced by applied mechanical stress.

NOTE Mechanically induced degradation, such as wear, may be covered in the appropriate product-specific standard. Where product-group standards provide applicable product-specific methodologies for the identification and quantification of degradation products, those standards should be considered.

Because of the wide range of metallic materials used in medical devices, no specific analytical techniques are identified for quantifying the degradation products. The identification of trace elements (< 10⁻⁶) contained in the specific metal or alloy is not addressed in this part of ISO 10993, nor are specific requirements for acceptable levels of degradation products provided in this part of ISO 10993.

This part of ISO 10993 does not address the biological activity of the degradation products; see instead the applicable clauses of ISO 10993-1 and ISO 10993-17.

2 Normative references

The following normative documents contain provisions which, through reference in this text, constitute provisions of this International Standard. For dated references, subsequent amendments to, or revisions of, any of these publications do not apply. However, parties to agreements based on this International Standard are encouraged to investigate the possibility of applying the most recent editions of the normative documents indicated below. For undated references, the latest edition of the normative document referred to applies. Members of ISO and IEC maintain registers of currently valid International Standards.

ISO 3585, Borosilicate glass 3.3 — Properties.

ISO 3696, Water for analytical laboratory use — Specification and test methods.

ISO 8044, Corrosion of metals and alloys — Basic terms and definitions.

ISO 10993-1, Biological evaluation of medical devices — Part 1: Evaluation and testing.


ISO 10993-14, Biological evaluation of medical devices — Part 14: Identification and quantification of degradation products from ceramics.

ISO 10993-16, Biological evaluation of medical devices — Part 16: Toxicokinetic study design for degradation products and leachables.

3 Terms and definitions

For the purposes of this part of ISO 10993, the terms and definitions given in ISO 8044, ISO 10993-1, ISO 10993-9, ISO 10993-12 and the following apply.

3.1 alloy
material composed of a metallic element with one or more addition(s) of other metallic and/or non-metallic elements

3.2 electrolyte
solution containing ions with the capacity to conduct electric current

3.3 open-circuit potential
potential of an electrode measured with respect to a reference electrode or another electrode when no current flows to or from it

3.4 passive limit potential
$E_a$
electrode potential of the positive limit of the passive range

See Figure 1.

3.5 breakdown potential
$E_p$
critical electrode potential above which localized or transpassive corrosion is found to occur

See Figure 1.

4 Degradation test methods

4.1 General

To identify and quantify degradation products from metals and alloys in medical devices, a combination of two procedures is described. The choice of test procedure shall be justified according to the function of the medical device.

The first procedure described is a combination of a potentiodynamic test and a potentiostatic test. The second procedure described is an immersion test.

The potentiodynamic test is used to determine the general electrochemical behavior of the material under consideration and to determine certain specific points ($E_a$ and $E_p$) on the potential/current density curve.
The immersion test is used to chemically degrade the test material to generate degradation products to be analysed.

If there is the possibility of the loss of a coating from a metallic substrate due to degradation, the potential degradation products from the substrate material shall be considered, as well as the coating itself. In addition, if a metallic substrate coated with a non-metallic material is to be tested, the requirements of ISO 10993-13 and/or ISO 10993-14 shall be considered in order to determine the potential degradation products of the coating.

The identified and quantified degradation products form the basis for evaluation of biological response and, if appropriate, toxicokinetic studies in accordance with ISO 10993-16.

### 4.2 Prerequisites

The rates of electrochemical degradation reactions are sensitive to small variations in test conditions, instrumentation, sample conditions and preparation. Therefore, electrochemical degradation testing shall be carried out in an appropriately equipped laboratory by experienced and qualified personnel. This includes proper maintenance and calibration of the test equipment. The methods and operating conditions of the equipment shall also be validated.

NOTE Fulfilment of electrochemical test conditions for stability, warm-up time, etc., can be demonstrated by conformance to [1].

### 5 Reagent and sample preparation

#### 5.1 Sample documentation

The general composition of the material(s) under test shall be documented.

#### 5.2 Test solution (electrolyte)

The test solution (electrolyte) to be used shall be appropriate for the intended use of the medical device. All chemicals shall be of analytical grade and dissolved in water of grade 2 in accordance with ISO 3696.

The first choice for the electrolyte shall be an isotonic aqueous solution of 0,9 % sodium chloride. Other electrolytes may be used, such as artificial saliva or artificial plasma. Examples of alternative compositions are given in annex C.

In the test report the choice of electrolyte shall be justified. If other than an aqueous solution of 0,9 % sodium chloride is used, the pH of the electrolyte shall be specified.

#### 5.3 Preparation of test samples

##### 5.3.1 Test samples

The sensitivity of chemical degradation testing is related to variation in material composition, to material processing and to surface-finishing procedures. The sampling procedure, sample shape and surface preparation are critical. The samples shall be representative of the finished devices.

##### 5.3.2 Sampling

For each chemical test, at least two test samples shall be prepared as specified in ISO 10993-12. If substantial deviations in the test results are found, the reasons for the deviation shall be determined, and more samples shall be tested.
If the metallic sample has anisotropic properties due to manufacturing conditions, tests involving single-surface exposure should include samples cut parallel to both the transverse and longitudinal manufacturing directions.

5.3.3 Sample shape

Standard samples, either circular- or rectangular-section bars or flat coupons, or one single free surface may be used for degradation testing if they are prepared in a manner comparable to the representative medical device. Samples of actual device components may be of any shape and condition, however the testing shall be carried out under well-controlled conditions which shall be reported.

The surface area of the sample exposed to the electrolyte shall be determined to an accuracy of better than 10 % of the total geometrical area to assure an accurate and repeatable determination of the degradation rates.

5.3.4 Sample surface condition

Since the surface condition of a material may affect its electrochemical behaviour, the surface condition of the test sample shall be identical to the finished medical device and shall be described in the test report. For comparing test results of different materials, the surface condition of the test samples shall be the same.

6 Electrochemical tests

6.1 Apparatus

6.1.1 Test cells of borosilicate glass, in appropriate sizes, in accordance with ISO 3585, with a means of controlling the bath temperature within ± 1 °C.

6.1.2 Scanning potentiostat with a potential range ± 2 V and a current output range from 10⁻⁹ A to 10⁻¹ A.

6.1.3 Potential-measuring instrument with a high input impedance (>10¹¹ Ω) and a sensitivity and accuracy to detect a change of 1 mV over a potential range between ± 2 V.

6.1.4 Current-measuring instrument capable of measuring a current to ± 1% of the absolute value over a current range between 10⁻⁹ A and 10⁻¹ A.

6.1.5 Working electrode (test sample).

6.1.6 Counter-electrode(s) such as platinum (grid, plate, or wire) or vitreous carbon with an area at least 10 times that of the working electrode.

6.1.7 Reference electrode.

6.1.8 pH-meter with a sensitivity of ± 0,1.

A schematic diagram of the electrochemical measurement circuit which may be used as a system with variable potential is given in annex A.

A schematic drawing of an electrolytic cell is given in annex B.

6.2 Sample preparation

Mount the test sample in a watertight electrode holder so that only the test surface is in contact with the electrolyte. Take care to avoid the creation of conditions where crevice corrosion can occur due the formation of a crevice between the mounting and the sample. Before testing, clean the specimen ultrasonically for 10 min to 15 min in ethanol, carefully rinse with water of grade 2 in accordance with ISO 3696 and immediately transfer into the test cell.
6.3 Test conditions

Fill the test cell with the test solution (electrolyte). If the electrochemical behaviour is temperature-sensitive in the range of 10 °C to 50 °C, maintain the electrolyte cell at (37 ± 1) °C. Reduce the oxygen level in the electrolyte by bubbling oxygen-free nitrogen or argon at a rate of approximately 100 cm³ min⁻¹ for not less than 30 min prior to the start of the test. The electrolyte shall be agitated either by the bubbling gas or mechanical means to avoid concentration gradients. If gas agitation is used, take care not to have any gas bubbles adhering to the active test surface.

Magnetic stirrers often interfere with electrochemical test cells. If they are used, their effect on the test cell shall be determined as part of the validation of test equipment, see 4.2.

6.4 Potentiodynamic measurements

Measure the open-circuit potential not less than 2 h after the immersion of the working electrode. This potential shall be the starting potential for potentiodynamic measurements. The sweep rate shall be 1.0 mV s⁻¹, except in tests where the sweep rate has little effect, where the test may be accelerated by increasing the sweep rate to 10 mV s⁻¹. Record the potential/current density curve up to a maximum of 2000 mV or a maximum current density of 1.0 mA cm⁻², whichever comes first, to evaluate the transpassive range of the sample (see Figure 1). To ensure consistency, reverse the scan and continue back at least to the open-circuit potential. Then repeat the test back to 2000 mV or 1.0 mA cm⁻². If the curves are not reproducible, then continue cycling 5 to 10 times. If consistent potential/current density curves are not achieved after 5 to 10 cycles, investigate possible causes such as test set-up, electrode function, innate material properties, etc. The log current density/potential curves should also be recorded (see Figure 2). Record the breakdown potential (Eₚ) from the last cycle taken (see Figure 1).

Noble metals may behave differently from passivating metals during an electrochemical test. Therefore, take care in determining the breakdown potential (Eₚ) for different metal systems.

6.5 Potentiostatic measurements

This method permits qualitative and quantitative determination of degradation products which might be dissolved in the electrolyte.

Hold a new test sample at a constant electrode potential during the test time, and record the current density/time curve. The potential used to determine the degradation products shall be the breakdown potential (Eₚ) + 50 mV. Depending upon the material studied, the polarization duration shall be either 1 h or 5 h and shall be reported. Measure and record the volume of the electrolyte for use in future calculations.

7 Immersion test

7.1 Apparatus

7.1.1 Test cells of borosilicate glass, of appropriate sizes, in accordance with ISO 3585, with a means of controlling the bath temperature within ± 1 °C.

7.1.2 pH-meter with a sensitivity of ± 0.1.
NOTE $E_p$ is determined by extrapolation of the linear part of the oxidation curve to zero current density.

Figure 1 — Plot of current density versus potential, showing the start of corrosion current at $E_a$ and breakdown potential, $E_p$. 
7.2 Sample preparation

The test sample shall be placed in a separate glass container. The size of the glass container should be selected so that an electrolyte volume of less than 1 ml/cm² of sample surface shall completely cover the sample(s).

Do not compromise the data through biological contamination. For example, the electrolyte may need to be prepared under aseptic conditions.

NOTE The surface area and volume of electrolyte should be sufficient for the intended method of analysis (see clause 8).

Care should be taken such that the samples do not touch the glass surface except in a minimum support line or point. If the test sample is small, the proper surface area/volume ratio may not be attainable with a single test sample. Therefore, if the test sample must be made up of two or more pieces, the pieces shall not touch each other.

7.3 Immersion test procedure

Measure the pH of the electrolyte containing the test sample at the start of the test. Then tightly close the test cell to prevent evaporation and maintain at (37 ± 1) °C for (7 ± 0.1) days. Then remove the sample and measure the pH of the residual electrolyte.
8 Analysis

Observe and record the condition of the test sample under low-power microscopy (> 50 ×) and report any significant changes to the surface. More detailed analysis of the surface may be undertaken if appropriate.

After each experiment, perform a qualitative and quantitative analysis of the electrolyte using a method of adequate sensitivity (at least $1.0 \times 10^6$ by atomic absorption, ICP, or mass spectroscopy for example). Report compositional constituents detected above the limits of quantification. If potentially biologically hazardous constituents are identified but not quantified, other analytical analyses may be necessary. In addition, any deposits on the counter-electrode shall be accounted for in the analysis.

9 Test report

The test report shall contain at least the following details:

a) complete identification of the test sample, including the chemical composition;

b) ratio of the exposed surface area of the sample to the volume of the electrolyte;

c) composition and pH (with an uncertainty of ± 0.1) of the electrolyte and a description of the natural or reference electrode for the electrochemical test;

d) composition and initial and final pH of the electrolyte for the immersion test;

e) temperature of the electrolyte;

f) current density vs. potential curve(s), optionally the log (current density) vs. potential curve for comparison;

g) open-circuit potential;

h) breakdown potential $E_p$ and the current density at the breakdown potential;

i) sweep rate;

j) current density vs. time curve(s) and total test time;

k) brief comments on the curves (e.g. hysteresis, peaks);

l) description of any significant changes of the sample surface and/or of the electrolyte;

m) results of analysis of degradation elements in the electrolyte, including degradation rate, reported in micrograms per square centimetre per hour ($\mu g/cm^2/h$) for the electrostatic test or per seven days ($\mu g/cm^2/7$ days) for the immersion test;

n) method of chemical analysis of electrolyte;

o) type of reference electrode [all potentials should be referenced to the normal hydrogen electrode (NHE)];

p) name of investigator;

q) date(s) of investigation;

r) signature of the investigator.
Annex A  
(informative)

Schematic diagram of the electrochemical measuring circuit

Figure A.1 — Schematic diagram of the electrochemical measuring circuit

Key
1 Potentiostat
2 Potential measurement
3 Current measurement
4 Working electrode
5 Counter-electrode
6 Reference electrode
Annex B
(informative)

Schematic drawing of an electrolytic cell

Key
1 Constant-temperature cell
2 Electrolyte
3 Water outlet
4 Gas inlet
5 Thermometer
6 Counter-electrode
7 Working electrode
8 Gas outlet
9 Electrolytic bridge
10 Reference electrode
11 Saturated KCL solution
12 Luggin capillary
13 Constant-temperature water inlet
14 Magnetic stirring bar
15 Magnetic stirrer

Figure B.1 — Schematic drawing of an electrolytic cell
### Annex C
(informative)

#### Examples of alternative electrolytes for the electrochemical tests

**C.1 General**

All chemicals shall be of analytical grade and dissolved in high purity water, grade 2 in accordance with ISO 3696. Care shall be taken to avoid precipitation when preparing these solutions.

**C.2 Artificial saliva** (see [2])

<table>
<thead>
<tr>
<th>Chemical</th>
<th>Conc. (g/l)</th>
</tr>
</thead>
<tbody>
<tr>
<td>$\text{Na}_2\text{HPO}_4$</td>
<td>0.260</td>
</tr>
<tr>
<td>$\text{NaCl}$</td>
<td>0.700</td>
</tr>
<tr>
<td>KSCN</td>
<td>0.330</td>
</tr>
<tr>
<td>$\text{KH}_2\text{PO}_4$</td>
<td>0.200</td>
</tr>
<tr>
<td>$\text{NaHCO}_3$</td>
<td>1.500</td>
</tr>
<tr>
<td>KCl</td>
<td>1.200</td>
</tr>
</tbody>
</table>

**C.3 Artificial plasma** (see [2])

<table>
<thead>
<tr>
<th>Chemical</th>
<th>Conc. (g/l)</th>
</tr>
</thead>
<tbody>
<tr>
<td>$\text{NaCl}$</td>
<td>6.800</td>
</tr>
<tr>
<td>$\text{CaCl}_2$</td>
<td>0.200</td>
</tr>
<tr>
<td>KCl</td>
<td>0.400</td>
</tr>
<tr>
<td>$\text{MgSO}_4$</td>
<td>0.100</td>
</tr>
<tr>
<td>$\text{NaHCO}_3$</td>
<td>2.200</td>
</tr>
<tr>
<td>$\text{Na}_2\text{HPO}_4$</td>
<td>0.126</td>
</tr>
<tr>
<td>$\text{NaH}_2\text{PO}_4$</td>
<td>0.026</td>
</tr>
</tbody>
</table>
Bibliography


Annex ZA  
(normative)

Normative references to international publications with their corresponding European publications

This European Standard incorporates, by dated or undated reference, provisions from other publications. These normative references are cited at the appropriate places in the text, and the publications are listed hereafter. For dated references, subsequent amendments to or revisions of any of these publications apply to this European Standard only when incorporated in it by amendment or revision. For undated references the latest edition of the publication referred to applies (including amendments).

NOTE Where an International Publication has been modified by common modifications, indicated by (mod.), the relevant EN/HD applies.

<table>
<thead>
<tr>
<th>Publication</th>
<th>Year</th>
<th>Title</th>
<th>EN/HD</th>
<th>Year</th>
</tr>
</thead>
<tbody>
<tr>
<td>ISO 8044</td>
<td>1999</td>
<td>Corrosion of metals and alloys - Basic terms and definitions</td>
<td>EN ISO 8044</td>
<td>1999</td>
</tr>
</tbody>
</table>
BSI — British Standards Institution

BSI is the independent national body responsible for preparing British Standards. It presents the UK view on standards in Europe and at the international level. It is incorporated by Royal Charter.

Revisions

British Standards are updated by amendment or revision. Users of British Standards should make sure that they possess the latest amendments or editions.

It is the constant aim of BSI to improve the quality of our products and services. We would be grateful if anyone finding an inaccuracy or ambiguity while using this British Standard would inform the Secretary of the technical committee responsible, the identity of which can be found on the inside front cover. Tel: 020 8996 9000. Fax: 020 8996 7400.

BSI offers members an individual updating service called PLUS which ensures that subscribers automatically receive the latest editions of standards.

Buying standards

Orders for all BSI, international and foreign standards publications should be addressed to Customer Services. Tel: 020 8996 9001. Fax: 020 8996 7001. Standards are also available from the BSI website at http://www.bsi-global.com.

In response to orders for international standards, it is BSI policy to supply the BSI implementation of those that have been published as British Standards, unless otherwise requested.

Information on standards

BSI provides a wide range of information on national, European and international standards through its Library and its Technical Help to Exporters Service. Various BSI electronic information services are also available which give details on all its products and services. Contact the Information Centre. Tel: 020 8996 7111. Fax: 020 8996 7048.

Subscribing members of BSI are kept up to date with standards developments and receive substantial discounts on the purchase price of standards. For details of these and other benefits contact Membership Administration. Tel: 020 8996 7002. Fax: 020 8996 7001. Further information about BSI is available on the BSI website at http://www.bsi-global.com.

Copyright

Copyright subsists in all BSI publications. BSI also holds the copyright, in the UK, of the publications of the international standardization bodies. Except as permitted under the Copyright, Designs and Patents Act 1988 no extract may be reproduced, stored in a retrieval system or transmitted in any form or by any means – electronic, photocopying, recording or otherwise – without prior written permission from BSI.

This does not preclude the free use, in the course of implementing the standard, of necessary details such as symbols, and size, type or grade designations. If these details are to be used for any other purpose than implementation then the prior written permission of BSI must be obtained.

If permission is granted, the terms may include royalty payments or a licensing agreement. Details and advice can be obtained from the Copyright Manager. Tel: 020 8996 7070.